[Recording electrical signals of the heart--experiences with eliminating artefact potentials].
On the basis of our experiences using exercise-ECG, Holter- and bed-side-monitoring and high resolution-ECG we report the most common and important faulty complaints in leading-off and processing bioelectrical signals. The recognition of faulty signals and their origin (patient-depending, biological, technical and environmental causes) are the most important preconditions for their avoidance.